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The new B-200 pidgeon test chamber is a low cost, versatile, durable 
unit for demonstration, student laboratory use, or advanced research. 
The cage is unusually spacious (15"W x 12"D x 14"H). The overall 
height (16%") will easily accommodate even the largest laboratory 
birds, without providing sufficient area for the subject to wander 
off and become distracted. 


Two clear Lucite walls and a ventilated Lucite top provide excellent 
viewing for demonstration and student use. A large hinged side panel 
gives easy access to the subject, even for inexperienced personnel. 

The open mesh floor provides a secure perch for the subject and the 
removable droppings pan allows rapid cleaning. The iridized aluminum 
walls and stainless steel mesh floor are durable and easily cleaned. 

Two types of interchangeable pidgeon keys are available. One provides 
a conventional form C (SPDT- break before make) output for use with 
any N.O. or N.C. pulse generator (pulse former). The second type pro¬ 
vides a bounceless form A output which is suitable for direct entry 
into solid state systems without any interface buffer. Either type may 
be ordered with a frosted face, for use with a multi-color lamp housing 
(a three color unit is shown in the photograph) or with a clear face 
for use with in—plane symbol projectors. 


A cutout is provided for mounting a standard grain feeder. 

The B-200 pidgeon test chamber is a carefully designed and rugged de¬ 
vice which provides an economical solution to the problem of demonstra¬ 
tion and/or student laboratory work. The ability to comfortably fit 
this cage into a standard SPC—300 soundproof chamber (including lights, 
keys, and a feeder) permits advanced research to be conducted in the 
same chamber which accommodates A—100 series rodent test chambers 

the necessity of purchasing a complete integral cage and cham¬ 
ber system specifically for pidgeon use. 


Modifications can be made to suit your requirements. 


B-200 Pidgeon Test Cage 
K-100 Standard Pecking Key 

(specify clear or frosted target) 
K-200 Bounceless Pecking Key 

(specify clear or frosted target) 
L-100 Three Color Back Illuminator 


$ 95.00 
25.00 

45.00 

20.00 


Prices are f.o.b. New York City 






